



[bookmark: _Toc198372508]Holding Time – The impact on Unfiltered Fresh Frozen Plasma


Abstract
Ensuring the safety and quality of transfusion products is critical in transfusion medicine. Leucocytes in blood products can cause adverse reactions and increase the risk of transfusion-related complications, making it essential to minimize their presence before transfusion. Elevated leucocyte counts have been observed in unfiltered fresh frozen plasma (FFP) units derived from whole blood processed after a short holding time—the interval between blood collection and component separation. Adequate protein concentration is also a key quality parameter for plasma. This study evaluated 100 non-filtered FFP units processed after a short holding time (SHT) and compared them to 100 units processed after an overnight, long holding time (LHT). Volume of the units was also assessed. Residual leucocyte counts (RLC) and protein concentrations (PC) were measured and analysed statistically. Longer holding times were associated with lower RLC and higher PC. Statistical process control (SPC) indicated that the SHT process was borderline to incapable in maintaining consistent product quality, even after outlier adjustment. These findings suggest that current short holding times may compromise plasma standardization. Re-evaluation of the minimum holding time is recommended to optimize leucocyte reduction and protein retention in FFP.
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1. Introduction

Therapeutic efficacy and patient safety are very important aspects of transfusion. The therapeutic value of fresh frozen plasma (FFP) is mostly determined by its protein content, especially coagulation factors. Patient safety is mainly ensured by eliminating pathogens in the unit by phagocytosis or pathogen inactivation techniques, and lowering the residual leucocyte count to a minimum, according to the followed guidelines such as those set by the European Directorate for the Quality of Medicines & HealthCare (EDQM)(1). Several factors and steps throughout the process of blood product production can influence the final quality of the product, and therefore the therapeutic efficacy and safety. One of these factors is holding time, which is the time between whole blood collection and product separation (Yousif, Sammut et al. 2025).  This time allows leucocytes to phagocytose any bacteria present and to degrade and inactivate, thus minimizing the possibility of transfusion-related infection transmission and immunological reactions. Holding time has its benefits but also has its downside. In the case of plasma, long holding times have been found to increase the degradation of coagulation factors necessary for patients receiving FFP transfusion, particularly Factor VIII which is the most labile. Thus, the right duration of holding time is crucial to balance residual leucocyte count (RLC) and total protein concentration (PC)(2–6). This has highlighted the importance of investigating the relationship between holding time and different parameters including RLC and total PC, on which there is limited research, especially with regards to RLCs in plasma. By comparing units with a Short Holding Time (SHT) and Long Holding Time (LHT), this relationship, if present, can be identified and further investigated to determine whether the standard protocols should be reconsidered to enhance the safety, effectiveness and clinical use of FFP(2). 




2. [bookmark: _Toc170554776][bookmark: _Toc170554778][bookmark: _Toc170554779][bookmark: _Toc170597975][bookmark: _Toc170634187][bookmark: _Toc170554780][bookmark: _Toc170597976][bookmark: _Toc170634188][bookmark: _Toc170554781][bookmark: _Toc170597977][bookmark: _Toc170634189][bookmark: _Toc170554782][bookmark: _Toc170597978][bookmark: _Toc170634190][bookmark: _Toc170554783][bookmark: _Toc170554784][bookmark: _Toc170554785][bookmark: _Toc170554786][bookmark: _Toc170597979][bookmark: _Toc170634191][bookmark: _Hlk198377815][bookmark: _Toc170554789][bookmark: _Toc170597982][bookmark: _Toc170634194][bookmark: _Toc170554790][bookmark: _Toc170597983][bookmark: _Toc170634195][bookmark: _Toc170554791][bookmark: _Toc170597984][bookmark: _Toc170634196][bookmark: _Toc170554792][bookmark: _Toc170597985][bookmark: _Toc170634197][bookmark: _Toc170554793][bookmark: _Toc170597986][bookmark: _Toc170634198][bookmark: _Toc170554794][bookmark: _Toc170597987][bookmark: _Toc170634199][bookmark: _Toc170554795][bookmark: _Toc170597988][bookmark: _Toc170634200][bookmark: _Toc169787022][bookmark: _Toc169787099][bookmark: _Toc169787119][bookmark: _Toc169787023][bookmark: _Toc169787100][bookmark: _Toc169787120][bookmark: _Toc169787024][bookmark: _Toc169787101][bookmark: _Toc169787121][bookmark: _Toc169787025][bookmark: _Toc169787102][bookmark: _Toc169787122][bookmark: _Toc170133100][bookmark: _Toc170554800][bookmark: _Toc170554801][bookmark: _Toc170554802][bookmark: _Toc170554803][bookmark: _Toc170554804][bookmark: _Toc170554805]Methodology

2.1. Experimental Design
Donations from anonymous blood donors were collected at the donation centre. A total of 100 FFP units processed after a short holding time (~3hr) were tested for RLC and PC. Data from an additional 100 units processed after an overnight holding time were obtained from the quality control laboratory for comparison. The study design is summarized in Figure 1. Volumes of all units were recorded.
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Figure 1: Experimental design


2.2. Sample preparation and analysis
Plasma bags processed the previous day were weighed and volumes were calculated after correcting for bag weight and plasma density. Units were mixed according to standard procedures, and plasma was aspirated with sterile syringes. Aliquots were transferred to clot-activator vacutainers for protein analysis (which were sent to external laboratory for analysis) and to glass tubes for leucocyte enumeration. Leucocyte counts were obtained using the BD Leucocount™ Kit and FACSCanto™ II flow cytometer. Counts were expressed as absolute leucocyte concentration (×10⁹/L) and tested as per the manufacturer’s instructions.

3. [bookmark: _Toc198372527][bookmark: _Toc198372528][bookmark: _Toc198372529][bookmark: _Toc198372530][bookmark: _Toc198372531][bookmark: _Toc198372532][bookmark: _Toc198372533][bookmark: _Toc198372534][bookmark: _Toc198372535][bookmark: _Toc198372537][bookmark: _Toc198372538][bookmark: _Toc198372542][bookmark: _Toc198372543][bookmark: _Toc198372544][bookmark: _Toc198372545][bookmark: _Toc198372546][bookmark: _Toc198372548][bookmark: _Toc198372549][bookmark: _Toc198372550][bookmark: _Toc198372551][bookmark: _Toc198372552][bookmark: _Toc198372553][bookmark: _Toc198372554][bookmark: _Toc198372555][bookmark: _Toc198372556][bookmark: _Toc199078004][bookmark: _Toc198372557]Data Analysis 
3.1. [bookmark: _Toc198372558][bookmark: _Toc199078005]Statistical Analysis 
Data were organized in Excel and analysed using SPSS (Version 29.0). Descriptive statistics (mean, standard deviation) were calculated for RLC and total PC. Outliers were identified using Z-scores, with values exceeding ±3 considered extreme. Normality of distributions was assessed with the Shapiro–Wilk test. RLC data were non-normally distributed and means were compared between cohorts using the Mann–Whitney U test. Independent-samples t-tests were used only to obtain descriptive statistics (mean and SD). PC data followed a normal distribution. Equality of variances was first assessed with Levene’s test, after which means were compared using the independent-samples t-test. A significance threshold of p < 0.05 was applied throughout.
3.2. [bookmark: _Toc198372559][bookmark: _Toc199078006]Statistical Process Control 
In addition to statistical analyses, statistical process control (SPC) was applied to assess whether the holding time procedure was stable and within control. SPC monitors variation in a process over time and identifies deviations requiring corrective action, thereby ensuring consistent product quality. Parameters were assigned levels of criticality according to process capability, with classification based on the potential impact on product efficacy and patient safety (Figure 2). The process capability index was then calculated to determine whether the procedure was capable, borderline, or incapable. Process capability was evaluated using the process capability index (Cpk) since RLC and PC are one-sided parameters (only an upper or lower limit). The relationship between Cpk values, parameter criticality, and SPC outcomes is presented in Table 1.
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[bookmark: _Toc198711471][bookmark: _Hlk198378019]Figure 2: Criticality classification (Adapted from Beckman et al.(7))










[bookmark: _Toc198711780][bookmark: _Hlk198378033]Table 1: Determining Cpk Bandings from Criticality and Cpk Measurements (Adopted from Beckman(7))
	Specification type
	Cpk values

	Two sided
	>1.47
	1.30 - 1.46
	1.10 – 1.29
	0.86 – 1.09
	0.54 – 0.85
	0.39 – 0.53
	<0.39

	One sided
	>1.40
	1.23 – 1.39
	1.03 – 1.22
	0.77 – 1.02
	0.43 – 0.76
	0.21 – 0.42
	<0.21

	Parameter criticality
	Cpk banding

	High
	Capable
	Borderline
	Incapable

	Medium
	Capable
	Borderline
	Incapable

	Low
	Capable
	Borderline
	Incapable




4. [bookmark: _Toc199078008]Results
Data were organized by parameter and holding time. Each holding time cohort—SHT and LHT—consisted of 100 FFP units. The parameters assessed were plasma volume, RLC, and PC, resulting in six groups: SHT volume, LHT volume, SHT RLC, LHT RLC, SHT PC, and LHT PC. 
Normality of the distributions was evaluated using the Shapiro–Wilk test, which is appropriate for sample sizes under 300, such as those in this study.

4.1. [bookmark: _Toc198372562][bookmark: _Toc199078010]Volume
The mean volume between the two holding time cohorts was calculated and compared. As shown in Table 2 the SHT cohort had a lower mean unit volume of 276ml, whilst that of the LHT cohort was 283ml, with a difference of 7ml.
[bookmark: _Toc198711781][bookmark: _Hlk198378191]Table 2: Mean volumes and Standard Deviation
Legend: FFP - Fresh frozen plasma, SHT - short holding time, LHT - long holding time.
	
	N
	Mean FFP unit Volume (mL)
	Standard Deviation

	SHT
	100
	276
	13.706

	LHT
	100
	283
	13.176



Table 3 displays the normality test results for the volume parameter of the SHT and LHT cohorts. The resulting p-value for the SHT cohort was 0.179. This exceeded the 0.05 level of significance and the null hypothesis, which assumed a normal data distribution, was accepted and therefore determined that the set of volumes for this cohort followed a normal distribution. The resulting p-value for the LHT cohort was 0.043, which was just below the 0.05 criterion, therefore indicating that this cohort had a non-normal distribution of volumes.  

[bookmark: _Hlk198378218][bookmark: _Toc198711782]Table 3: Test of Normality
Legend: FFP - Fresh frozen plasma; SHT - Short holding time; LHT - Long holding time.
	
	Shapiro-Wilk

	
	Statistic
	df
	p-value

	SHT
	0.982
	100
	0.179

	LHT
	0.974
	100
	0.043




4.2. [bookmark: _Toc198372563][bookmark: _Toc199078012]Residual Leucocyte Counts 

As shown in Table 4, the mean RLC of units with a SHT was more than double that of those within the LHT cohort. However, both means were still below the maximum acceptable value of 0.1x109 cells/L according to the EDQM.
[bookmark: _Toc198711783][bookmark: _Hlk198378274]Table 4: Descriptive Statistics
Legend: RLC - Residual leucocyte count, SHT - short holding time, LHT - long holding time.
	
	N
	Mean RLC (x109/L)
	Standard Deviation

	SHT
	100
	0.029
	0.040

	LHT
	100
	0.013
	0.013



The calculated Z scores were used to produce the histograms shown in Figures 3 and 4, which visually demonstrated that both cohorts had a non-normal distribution of values. In fact, it is evident that both graphs are right-skewed. The same distribution would be observed if the Z score were to be replaced by the RLC of each unit. A threshold of +/- 3 was set to distinguish between statistically normal values, which are within a Z score of +/-3 and outliers which are outside of those limits.   
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[bookmark: _Toc198711475][bookmark: _Hlk198378360][bookmark: _Hlk193297203]Figure 3: Z-score distribution (SHT)
Legend: RLC - Residual leucocyte count, SHT - short holding time.
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[bookmark: _Toc198711476][bookmark: _Hlk198378369]Figure 4: Z-score Distribution (LHT)
Legend: RLC - Residual leucocyte count, LHT - long holding time.
The probability that the Z score exceeded the threshold of -/+3 by chance was calculated using the function NORM.S.DIST in excel and resulted to be 0.0027 (0.00135 x 2), or 2 in 1000. This probability is measured by calculating the area under the graph of the unshaded areas as shown in Figure 5 on both ends of the curve. 
The fact that in 100 observations, 3 Z scores exceeded 3 (3%) for units with a SHT indicates that they are outliers. For units with a LHT, only 1 outlier was identified in 100 observations (1%).  These outliers can be seen on the far right of the histograms in Figures 3 and 4. All other values were within the Z score values of -3 and 3.
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p-value = 0.00135

[bookmark: _Toc198711477][bookmark: _Hlk198378380]Figure 5: Normal Distribution Curve
Normal distribution curve to demonstrate how the probability that values will have a Z-score above or below a certain threshold, in this case +/-3 is calculated. These outliers would be found in the unshaded areas. The total probability would be the p-value multiplied by 2 to add both ends of the curve, thus 0.0027 (0.00135 x 2) in this case.
As can be seen in Table 5, the p-values for both RLC cohorts resulted to be <0.001 with regards to RLC. Since the p-values were less than the 0.05 level of significance, the null hypothesis, which assumed a normal data distribution, was rejected and this confirmed that both cohorts followed a non-normal distribution. 

[bookmark: _Toc198711784]Table 5: Test of Normality
The p-value obtained was <0.001 for both cohorts, therefore smaller than the 0.05 level of significance, showing that both data distributions were non-normal.
Legend: RLC - Residual leucocyte count, SHT - Short holding time, LHT - Long holding time.
	
	Shapiro-Wilk

	
	Statistic
	df
	p-value

	SHT
	0.535
	100
	<0.001

	LHT
	0.691
	100
	<0.001



The Mann-Whitney test also showed a p-value of <0.05 when comparing the two cohorts as can be seen in Table 6. Therefore, in this case, the null hypothesis which stated that there is an insignificant difference between the means, was rejected. Hence, there is a significance statistical difference between the means of the two cohorts. 
[bookmark: _Hlk198378454][bookmark: _Toc198711785]
Table 6: Mann-Whitney Test
The p-value of <0.001 determined that there was a significant difference between the means of the two holding time cohorts with regards to RLC.
Legend: RLC - Residual leucocyte count
	U-value
	3058

	p-value
	<0.001



The error bar graph in Figure 6 displays the 95% confidence interval for the actual mean RLC for short and long holding times respectively. The fact that the two confidence intervals, represented by the whiskers in the figure, do not overlap, indicates that the mean RLC for units with a SHT is significantly larger than the corresponding mean RLC for the LHT cohort. The lower limit for the SHT cohort is larger than the higher limit of the LHT cohort as shown by the whiskers on the graph. It can also be noted that the SHT bar is much higher, showing that there was a wider range of values, whereas the LHT cohort had more consistent values within a smaller range.  

[bookmark: _Hlk198378477][image: ]
[bookmark: _Toc198711478]Figure 6: Error bar graph of RLC cohorts
This graph allows comparison of the means of two cohorts and visualises the range of values.
Legend: RLC - Residual leucocyte count
4.3. [bookmark: _Toc198372564][bookmark: _Toc199078017]Protein Concentrations 
From the results displayed in Table 7, it can be noted that the mean PC of the two cohorts differed by 2.03g/L, with the LHT cohort having a higher concentration of 62.55g/L and that of the SHT cohort being 60.52g/L. 
[bookmark: _Toc198711786][bookmark: _Hlk198378502]Table 7: Descriptive Statistics
Legend: PC - protein concentration, SHT - short holding time, LHT - long holding time.
	
	N
	Mean PC(g/L)
	Standard Deviation

	SHT
	100
	60.52
	3.57

	LHT
	100
	62.55
	2.76




As demonstrated by the histogram in Figure 7, the Z score values showed a normal data distribution for the SHT cohort. Figure 8 shows a less normal distribution for the LHT cohort. For both cohorts, all values were within a Z score of +/‐3. The same histogram would be obtained if the Z score was to be replaced by the PC of each FFP unit. 
[image: ]
[bookmark: _Toc198711479][bookmark: _Hlk198378523]Figure 7: Distribution of Z-scores
Legend: SHT - short holding time.
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[bookmark: _Toc198711480][bookmark: _Hlk198378534]Figure 8: Distribution of Z-scores
Legend: LHT - long holding time.

4.4. [bookmark: _Toc199078020]Shapiro-Wilk Test for Proteins
With regards to PC, when testing normality, the p-value for the SHT cohort resulted to be 0.744. On the other hand, the p-value for the LHT cohort resulted to be 0.051 as can be seen in Table 8. Both p-values exceeded the 0.05 level of significance, and therefore the null hypothesis which stated that the data distribution is normal was accepted for both cohorts. However, it was noted that the LHT cohort had a borderline normality since the p-value just passed the 0.05 level of significance by 0.001. 
[bookmark: _Hlk198378554][bookmark: _Toc198711787]Table 8: Test of Normality
Legend: SHT - Short holding time, LHT - Long holding time
	
	Shapiro-Wilk

	
	Statistic
	df
	p-value

	SHT
	0.991
	100
	0.744

	LHT
	0.975
	100
	0.051



The p-value of the Levene’s test for equality of variances was 0.071 (Table 9). This value is greater than the 0.05 level of significance. Therefore, the null hypothesis which stated that there is no statistical difference between the two standard deviations was accepted, indicating that the standard deviations of the two cohorts are similar.  
[bookmark: _Toc198711788][bookmark: _Hlk198378578]Table 9: Levene’s test

	F-value
	3.287

	p-value
	0.071



The p-value for the independent samples T-test resulted to be less than 0.05 (<0.001), as shown in Table 10, thus the null hypothesis which stated that there is no statistical difference between the means of the two independent groups was rejected. Therefore, indicating that there is a statistical difference between the means of the two cohorts with regards to PC.  
[bookmark: _Toc198711789][bookmark: _Hlk198378611]Table 10: Independent Samples T-test

	T-value
	4.479

	p-value
	<0.001



Figure 9 displays the 95% confidence interval for the actual mean PC for short and long holding times respectively. The two confidence intervals do not overlap, indicating that the mean PC for units with a LHT is significantly larger than the corresponding mean PC for the SHT cohort. The lower limit for the LHT is larger than the higher limit of the SHT as can be seen by the whiskers on the graph. The two bars can be seen to be of similar height, showing that there was a similar range of values. 
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[bookmark: _Toc198711481][bookmark: _Hlk198378627]Figure 9: Error bar graph of protein cohort means


5. [bookmark: _Toc198372566][bookmark: _Toc199078023]Statistical Process Control
According to statistical process control classification, leucocytes are classified as a critical parameter since high levels put the patient in immediate harm due to the development of unwanted transfusion reactions. On the other hand, since plasma is not transfused for its total protein properties, a lower dose of protein would not put the patient at risk, thus this parameter is classified as having a low criticality level. The plasma volume is also considered to be of low criticality, as the indications for plasma transfusion are very limited and the plasma product is mostly used in conjunction with other blood components during massive blood loss or as a replacement fluid in plasma exchange therapies. Using the parameter criticality and calculated Cpk values, the capability outcome could be determined. These results have been compiled in Table 11. 
[bookmark: _Hlk198378654][bookmark: _Toc198711790]
Table 11: SPC Capabilities
The calculated Cpk value of each cohort for unit volume, RLC and protein concentration is represented in this table, together with the determined capability outcome, based on the Cpk value and criticality.
Legend: Cpk – Capability index k/process capability index, RLC – Residual leucocyte count, OOS – out of specifications.
	
	Parameter
	Criticality
	Mean
	SD
	Cpk
	Capability outcome

	Short Holding Time
	Volume
	Low
	276.17
	13.71
	0.68
	Capable

	
	Leucocytes
	High
	0.03
	0.04
	0.50
	Incapable

	
	Leucocytes (no OOS)
	High
	0.02
	0.02
	1.17
	Borderline

	
	Proteins
	Low
	60.52
	3.57
	0.98
	Capable

	Long Holding Time
	Volume
	Low
	282.72
	13.18
	0.71
	Capable

	
	Leucocytes
	High
	0.01
	0.01
	9.55
	Capable

	
	Proteins
	Low
	62.55
	2.76
	1.52
	Capable




Also shown in Table 11, when considering the volumes of FFP units, the capability outcome was capable for both cohorts. This is also true for PC. On the other hand, the capability outcome for the RLC of units with a SHT, was incapable. The process however was capable for units with an LHT. 
Out of specification (OOS) values were removed from the SHT cohort for RLC to assess the influence of outliers. When this was done, the process capability changed from incapable to borderline. 

6. [bookmark: _Toc198372567][bookmark: _Toc199078024]Discussion
FFP is a vital transfusion product which is indicated in cases of complex coagulopathies, severe bleeding, Vitamin K deficiency, and burns amongst others. As with other blood products, FFP is required to be of optimal quality for transfusion to ensure that the product has a therapeutic effect, and any unwanted adverse transfusion reactions are avoided for the safety of the patient. According to the EDQM non-filtered FFP must have a RLC of <0.1x109 cells/L and a total PC of ≥50g/L(1). These parameters are subject to variations due to various factors such as temperature, storage conditions, blood separation techniques and holding time which varies between units and is currently limited to 3 to 20 hours(1,8). This period between the collection of a blood donation and its separation is necessary for phagocytosis of any microorganisms by the bactericidal action of leucocytes, and leucocyte degradation and inactivation.  
Thus, the aim of this study was to investigate whether there is a statistical correlation between holding time and RLC, as well as holding time and PC on which no relative data is available in relation to holding time. In addition, the study also aimed to determine if good procedural control is maintained by monitoring of SPC. The determination of a correlation between holding time and the RLC and PC parameters would enable further standardisation of whole blood processing. The objectives to establish this, were to measure and compare RLCs and PCs in a cohort of 100 units with a SHT and a cohort of another 100 units with a LHT. The LHT cohort refers to units collected, left overnight and processed the following day. SHT are units collected and processed on the same day with a standing time of approximately 3 – 4 hours. The FFP unit volume, RLC, and PC were measured for each unit of the two cohorts. 
The volumes of FFP units varied between 251mL and 306mL, with the mean of the LHT cohort being higher by 7mL than that of the SHT cohort. The volume of a unit may be influenced by various factors including the automated separator used to derive the plasma component and centrifugation speed when separating the whole blood components(1). Unfortunately, no literature which relates SHT and LHT in terms of volumes was discovered. 
FFP unit volumes differed by 7ml between the two cohorts, with that of the LHT cohort being higher. A higher number of FFP units with elevated RLCs were identified in the SHT cohort, which also had a wider variation of values. From this cohort of 100 units, 3 were identified as statistical outliers, and overall, a total of 5 units exceeded the minimum acceptable RLC of <0.1x109 cells/L, making the difference between cohorts due to a SHT more significant. All units from the LHT cohort had acceptable RLCs, although a single unit was identified as an outlier statistically. The mean RLC of the SHT cohort was more than double that of the LHT cohort. PCs were all found to be adequate in both cohorts, however there was a statistical difference between the mean PCs of the two cohorts. 
Using a standard normal distribution curve, the probability of a unit having a Z-score exceeding ±3 is 0.27% (2 in 1000). Applied to a sample of 1000 units, this predicts approximately 2 outliers. In the SHT cohort of 100 units, 3 outliers (3%) were observed—substantially higher than expected. By contrast, the long holding time LHT cohort also of 100 units had only 1 outlier (1%), which, while slightly above the expected rate, was three times fewer than in the SHT cohort. These findings indicate that shorter holding times may be associated with increased variability and a higher likelihood of units exceeding acceptable leucocyte limits.
The data collected showed that when comparing mean RLCs the two cohorts were found to be statistically different using the Mann Whitney test (p = <0.001), with the mean of the SHT cohort being larger (0.029x109 cells/L) than that of the LHT cohort (0.013x109 cells/L) by more than twice as much. The presence of OOS values most likely had some influence on the mean value since the data set was right-skewed, but the fact that more units with an elevated RLC were identified in the SHT cohort showed that the holding time did in fact have an influence on this parameter and this was consistent with the findings of the local establishment. 
Various factors influencing transfusion products have been studied in the past few decades, however, there has been very little if any research specifically on the influence that holding time has on the RLC in plasma (5,8–14) There was a similar study carried out by van der Meer et al. (13) where this correlation between RLC and holding time was tested in whole blood and leucodepleted red cell concentrates. RLCs were measured at different holding times and were found to increase with a longer holding time prior to whole blood processing(13,14), whereas the findings in the current study showed that the mean RLCs decreased with time, most likely due to leucocyte degradation. However, it must be considered that in the study by van der Meer et al. (13) this parameter was tested in other blood products and not FFP. Additionally, the blood products were leucodepleted prior to testing, unlike the current study which used non-filtered FFP. 
With regards to PCs, although no outliers were identified and all PCs were above the minimum limit set by the EDQM (that is ≥50g/L), the means of the two cohorts were also deemed to have a statistical difference according to the p-value obtained from the independent samples T-test (p = <0.001). Since the LHT cohort had a larger mean value (62.55g/L) than that of the SHT (60.52g/L) this would indicate that a longer holding time resulted in a slightly higher mean PC. 
Unlike RLCs, proteins in plasma products have been more extensively studied, however such studies did not test total PCs, but rather specific proteins, mainly coagulation factors(10,12). Lu et al. (9) tested and compared a number of parameters in units with a holding time of up to 8 hours and others with an overnight holding time (24 hours) in the three main blood products (red blood cells, pooled platelet concentrates and plasma). Minor variations were found in the levels of coagulation factors tested (FII, FVII, FV, FIX, FX, and FXI; fibrinogen; and von Willebrand factor) in frozen plasma, except for FVIII which lost around 20% of its activity with an overnight hold at room temperature. Thus, apart from FVIII, other proteins were still at acceptable concentrations even after a 24-hour holding time(9). This finding correlates with the current study since the total PC was at acceptable values in units with a SHT and was still at acceptable values in units with a LHT (up to 20 hours). Although contrary to current literature evidence, the mean PC in the current study was higher for units with a LHT.
Several studies (4,5,10,11) have investigated the changes in coagulation factor levels with changes in holding time. Like the previous study mentioned, most proteins and coagulation factors were found to be at acceptable levels even after a holding time of 24 hours, but like many research studies they highlight a decrease in the levels of FVIII. This decline in FVIII is now well known and may not always have clinical relevance(14). In fact, FVIII is considered as a great indication of product quality by the EDQM since its level is known to decrease with time. Cardigan et al. (4) also tested the activated partial thromboplastin time, fibrinogen, FVIII, protein C, protein S and prothrombin and unlike other coagulation factors that were tested, the results showed that these were slightly but significantly reduced when comparing an 8-hour to a 24-hour holding time. Thus, most proteins degrade with time, some being more sensitive than others. In the current study the mean total PC, however, was found to be higher with a longer holding time. 
The SPC results showed that processes for volume and PCs were within control for both the cohorts. The process for RLCs of the cohort on the other hand was incapable. When recalculated with OOS excluded, the results further showed the influence of the OOS values. The capability outcome of RLCs in the SHT cohort was improved from incapable to borderline. Thus, it can be concluded that even without OOS values, the RLCs of the units in the SHT cohort may not always be within process control in future measurements as the capability outcome was still borderline. The fact that the process for RLCs did not become capable was most likely due to the wide range of values of this cohort. SPC results for RLC consolidate the need for monitoring of FFP units having a SHT. The LHT cohort immediately showed a capable outcome for all parameters, confirming that the values were consistently within process control. 

7. Limitations
Although informative, this study had its limitations. Undoubtedly the larger the sample size, the more accurate and reliable results are in any study. Having a small sample size of 100 unit per cohort limits the accuracy of the conclusion made by this study. Nonetheless, it still provides essential data and sets a good foundation for more extensive research if required. 
Another limitation of this study was related to the FFP units tested in the two cohorts. Although ideal, it would not be feasible for the same units to be used for both SHT and LHT.  Hence the units of the SHT cohort were derived from whole blood units that were different from the 100 units of the LHT cohort. Using the same units for both cohorts would allow the observation of how the RLC and PC change with time in the same unit, however the holding time is defined as the time between whole blood collection and its separation into the main blood components. Thus, units with a SHT would have already been processed and therefore cannot be put back together and tested after an LHT. In addition, the FFP product is not very stable and testing the unit twice would require keeping the product at higher temperatures for longer than recommended since it is ideally frozen as soon as possible to maintain the levels of coagulation factors, particularly FXIII. Hence, this would likely result in lower PCs as certain labile proteins start to degrade after a few hours(1,15). 
The limited literature available on the influence of holding time on the parameters involved in this study made it challenging to compare the findings obtained. Although, these hinted towards being consistent with the findings of the local establishment. In addition, studies found in the available literature opted to investigate coagulation factors and not total PC, making it difficult to determine how the total PC results relate to these studies. 

8. Further work
There are endless possible studies to perform on non-filtered FFP and how holding time and other factors impact the different components of this blood product. 
Firstly, involving a larger number of FFP units would improve the accuracy and credibility of the results gathered and the conclusions or assumptions made. This is crucial when trying to have continuous improvement of protocols and ensure that the changes made based on collected data will indeed result in the desired outcome. 
The holding time in hours of each unit can be estimated in addition to dividing the units into two cohorts with short and long holding time. This would make parameter changes with increasing holding time more evident by plotting graphs. This can be estimated by recording the number of hours between the time of whole blood donation and the time when the final FFP product was obtained.
Measuring individual proteins, especially coagulation factors at different holding times in addition to PC can be used to evaluate how the level of each protein is affected. 

9. Conclusion
The results collected from this study suggest that prior to whole blood processing, holding time impacts the RLC and PC in non-filtered FFP units, hence the aim of this study was reached since a relationship was identified. With an increased holding time of whole blood, RLCs in FFP were found to decrease, whilst PCs increased. As identified by the local establishment, units with an elevated RLC were also observed in the SHT cohort of this study. Thus, it may be recommended that the current minimum holding time of 3 hours, should be increased to reduce the risks of having units which do not meet quality requirements and having to discard them. However, a qualification procedure should be established to determine the optimal range of holding time duration required to obtain FFP units with low RLC levels and adequate PCs. 
To maintain low RLCs regardless of holding time, incorporating a leucoreduction step after processing of FFP could also be considered, but as for increasing the holding time, a rigorous and robust qualification plan would need to be employed including assessing any related risks and subsequent mitigation measures. 
Apart from ensuring that blood product requirements are met, and recipients are safeguarded from undesired and avoidable transfusion reactions, a LHT has other benefits. Extending the minimum holding time would enable better operational flexibility due to the working hours of the blood establishment (Thomas 2010), and better management of workflow since whole blood would not need to be processed within a few hours, but can be left for longer, thus time can be spent on other high priority tasks. 
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